Metal-Stem Thermometer Calibration

A thermometer must be used to ensure foods are meeting food »Dial (0_220‘1 F)
safcty temperatures during cooking, cooling, rcheating, cold g“{
holding and hot holding., Thermometers must be checked we—Hex nut

monthly for accuracy.

If you are using yaur metal-stem thermometer to measure
hoth cold and hot temperatures, you must use hoth the
freezing point and the beiling point to check it.

Ensure the thermometer 15 the same number of degrees "off™

on both calibration checks prior to adjustment. It it is the same
number of degroes "oft", calibrate thermomcter and recheck., 1

it is not the same number of degrees "oft™, discard the thermometer
and obtain a new thermometer.

<4— Sensing dimplce

NS

Checking The Freezing Point

Pack a large cup, plass o jar full of ice cubes. Add cold water to the cup of ice.
The ice should not float in the water. Pur the thermonieter mto the ice water,
making sure that the 'sensing dimple' is completely under water.

After two or three minutes, read the dial. 1f it reads 3221, it is ok,

If it does not read 32°1, notice how many desrees above or below 32 it is.

The difference berween 32° and the temperature shown on the thermermeter is

the number of degrces vou have to move the thermometer needle.

1. Take the thermometer out of the water and Ted 11 $10 al Toom emperature for
Lwo Lo three mmuies.

2. Then, using a crescent wrench or olher Lool, hold the hex nul (irm and wum
the thermometer top:

e Ifthe temperature was too Jaw, you must set the thermometer hAigher by
turning its top to the réiphf. The needle will go up. (For example, if the
thermometer reads 29':1-', you would move the needle kg up atter the
thermomater was left at room temperature for 2-3 minutes).

& I[ (he tcnperature was (oo Afsh, you must sl the thermomelor lower by
turning its Lop Lo Lhe left. The neadle will oo dawn. (For example, il the
thermomeler reads 367, you would move Lhe needle 4" down aller the
thermmmeler was lell al room temperalure (or 2-3 minutes).

3. Place (he thermometer into the ice waler again and repeal the process until the
dial reads 32"F. You may need (o add more icc.
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